


Section VI. Schedule of Requirements 
 

The delivery schedule expressed as weeks/months stipulates hereafter a delivery date which is the 
date of delivery to the project site.   

Item 

Number 
Description Quantity 

Total ABC 
(Php) 

Delivery 
Site 

Delivered, 
Weeks/Months 

1 PROCUREMENT OF 4,277 KITS 
OF COVID ANTIGEN RAPID 
TEST KITS 

 

4,277 1,710,800.00 DOH-
MMCHD 

Pasig 
Warehouse 

60 days after 
receipt of 
PO/NTP  

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 



Technical Specifications 

Item Specification Statement of Compliance 

  [Bidders must state here either “Comply” or “Not 
Comply” against each of the individual parameters of 
each Specification stating the corresponding 
performance parameter of the equipment offered. 
Statements of “Comply” or “Not Comply” must be 
supported by evidence in a Bidders Bid and cross-
referenced to that evidence.  Evidence shall be in the 
form of manufacturer’s un-amended sales literature, 
unconditional statements of specification and 
compliance issued by the manufacturer, samples, 
independent test data etc., as appropriate. A statement 
that is not supported by evidence or is subsequently 
found to be contradicted by the evidence presented will 
render the Bid under evaluation liable for rejection.  A 
statement either in the Bidder's statement of 
compliance or the supporting evidence that is found to 
be false either during Bid evaluation, post-qualification 
or the execution of the Contract may be regarded as 
fraudulent and render the Bidder or supplier liable for 
prosecution subject to the applicable laws and 
issuances.] 

IB 2022 – 
044 

PROCUREMENT OF 4,277 KITS OF COVID ANTIGEN RAPID 
TEST KITS 
ABC: 1,710,800.00 
 
Technical Specifications:  
*Specificity: ≥ 90% 
*Sensitivity: ≥ 90%  
*Testing Method: Nasopharyngeal Swabbing (Point of Care)  
*Test Time: 15-20 minutes  
*Kit content:   
*25 Test Devices individually pouched with dessicant, 25 Extraction 
Tubes, 25 Extraction Cap 
*1 kit with positive and negative controls   
*25 Sterilized Nasopharyngeal Swabs for Sample Collection  
*1 Sample Tube Rack tube with break off swab  
*1 Quick Reference Guide, 1 Insertion for Use  
*Valid FDA Certification  
*DOH Recommended  
*Correlation study with RT-PCR Test Internal of Third Party including 
but not limited to RITM, NIH, FDA, WHO 
 
Shelf Life  
*Supplies must be fresh commercial stock with a total shelf life of at 
least fifteen (15) months from the date of delivery  
*Packaging Instruction  
*Tweny-five(25) test devices in a kit. Number of kit per carton will 
follow standard packaging of manufacturer.  
*Transport and Storage Requirement  
* The storage and working temperature is between 2-30°C  
*Labelling Instructions  
*Eachbox should be imprinted or stickered with  non-removable or 
permanent sticker or label that is binding and with residue  
and tearing if removed:  
"Philippine Government Property Department of Health-MMCHD Not 
For Sale"   
*Manufacturing Date:   
*Expiration Date:  
*Batch/Lot No:  
*Delivery Time: 60 days after receipt of PO/NTP 
*Delivery Area: DOH-MMCHD Pasig Warehouse 
*RITM Recommended 
*Included in the WHO Emergency Use Listing (WHO-EUL) 

 

 
 
 


