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Technical Specifications 
 

Item Specification Statement of Compliance 
  [Bidders must state here either “Comply” or 

“Not Comply” against each of the individual 
parameters of each Specification stating the 
corresponding performance parameter of 
the equipment offered. Statements of 
“Comply” or “Not Comply” must be 
supported by evidence in a Bidders Bid and 
cross-referenced to that evidence.  Evidence 
shall be in the form of manufacturer’s un-
amended sales literature, unconditional 
statements of specification and compliance 
issued by the manufacturer, samples, 
independent test data etc., as appropriate. A 
statement that is not supported by evidence 
or is subsequently found to be contradicted 
by the evidence presented will render the Bid 
under evaluation liable for rejection.  A 
statement either in the Bidder's statement of 
compliance or the supporting evidence that 
is found to be false either during Bid 
evaluation, post-qualification or the 
execution of the Contract may be regarded 
as fraudulent and render the Bidder or 
supplier liable for prosecution subject to the 
applicable laws and issuances.] 

IB 
2022-
022E 
 

PROCUREMENT OF VARIOUS HOSPITAL 
INSTRUMENTS (LOT BIDDING) (REBID)  
TOTAL ABC: P 1,487,500.00  
 
ITEM 1  
15 UNITS DENTAL INSTRUMENT CABINET  
ABC: P 375,000.00  
 
TECHNICAL SPECIFICATIONS:  
● Material: Body -Stainless Steel at least 304/ Table - Tempered 
Glass  
● No. of Drawers: At least Five (5)  
● Size:  
Height: at least 820 mm,  
Width/Length: at least 500mm 
Depth: at least 500mm 
● Accessories:  
- Silent anti-skid wheel with brakes 
- Anti-corrosion, fireproof, high hardness, tempered glass top with 
baffle.  
- 5 suitable drawer and compartment for different demand  
- Separating plate  
 
DOCUMENTARY REQUIREMENTS:  
1. Product brochure or technical data sheet(s) of the  
equipment showing the technical specifications in English  
Language.  
2. Valid and current Certificate of Compliance of  
manufacturer of the equipment with the latest version of ISO  
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13485: Quality Management System – Requirements for  
regulatory purposes in the name of the manufacturer. The  
Certificates must be issued by an independent Certifying  
Body/Agency.  
3. Notarized Certificate of the bidder:  
 a. That the brand of the equipment has been in the local  
and/or international market for at least ten (10) years.  
 b. That the equipment and its accessories are brand new,  
unused, not discontinued models and were not subjected to  
any product recall.  
4. Bidder’s valid and Current License to Operate (LTO) as a  
medical device distributor issued by the Philippine Food and  
Drug Administration. In case of expired LTO, the following  
must be submitted: i) Copy of expired LTO, ii) Application  
for renewal, iii) Official Receipt as proof of payment for the  
renewal of LTO.  
 
REQUIREMENTS, IF AWARDED THE CONTRACT  
1. Completion Period: The delivery, installation, testing and  
commissioning of the equipment and its accessories,  
including the training of end-users and maintenance staff  
must be completed within 30 calendar days upon receipt of  
Notice to Proceed.  
2. Prior to acceptance, the end user shall conduct a physical  
inspection. The instruments must have no physical damage  
and defect.  
3. Warranty: Warranty certificate for one (1) year on  
craftsmanship. The supplier shall either repair or replace any  
item or part in the equipment that is found to be defective in  
material or in workmanship under normal use. The warranty  
period shall commence from the date of acceptance by the  
end-user after testing and commissioning.  
4. Notarized undertaking that the supplier shall conduct the  
necessary corrective maintenance within five (5) calendar  
days upon notification of the equipment breakdown from the 
end-user. The undertaking shall include a statement that the  
number of days where the equipment is unusable due to  
defective material or workmanship, shall be added to the  
warranty period.  
5. Manuals: The supplier must provide the end-user one (1)  
hard and one (1) soft copy of the following:  
 a) Service manual in English language  
x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x- 
Recipients:  
Muntinlupa - 15 units  
 
ITEM 2  
19 UNITS INSTRUMENT TABLE  
ABC: P 332,500.00  
 
TECHNICAL SPECIFICATIONS:  
Type: Mobile  
Material: Stainless steel at least 304 
Size: (Minimum requirements)  
 Length - at least 80 cm  
 Width - at least 50 cm  
 Height - at least 90 cm  
Standard Features:  
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With 4 caster  
Stainless Steel Tray  
With "DOH-MMCHD HFEP"(Government Property not for  
sale) sticker in each unit  
 
DOCUMENTARY REQUIREMENTS:  
1. Product brochure or technical data sheet(s) of the  
equipment showing the technical specifications in English  
Language.  
2. Valid and current Certificate of Compliance of  
manufacturer of the equipment with the latest version of ISO  
13485: Quality Management System – Requirements for  
regulatory purposes in the name of the manufacturer. The  
Certificates must be issued by an independent Certifying 
Body/Agency.  
3. Valid Certificate of Distributorship (as first Tier  
Distributor) issued by the Manufacturer of each equipment  
authorizing the bidder to sell/distribute the offered  
equipment.  
4. Notarized Certificate of the bidder:  
 a. That the brand of the equipment has been in the local  
and/or international market for at least ten (10) years.  
 b. That the equipment and its accessories are brand new,  
unused, not discontinued models and were not subjected to  
any product recall.  
5. Bidder’s valid and Current License to Operate (LTO) as a  
medical device distributor issued by the Philippine Food and  
Drug Administration. In case of expired LTO, the following  
must be submitted: i) Copy of expired LTO, ii) Application  
for renewal, iii) Official Receipt as proof of payment for the  
renewal of LTO.  
 
REQUIREMENTS IF AWARDED THE CONTRACT:  
1. Completion Period: The delivery, installation, testing and  
commissioning of the equipment and its accessories,  
including the training of end-users and maintenance staff  
must be completed within 30 calendar days upon receipt of  
Notice to Proceed.  
2. Prior to acceptance, the end user shall conduct a physical  
inspection. The equipment must have no physical damage  
and defect.  
3. Warranty: Warranty certificate for one (1) year on  
craftsmanship. The supplier shall either repair or replace any  
item or part in the equipment that is found to be defective in  
material or in workmanship under normal use. The warranty  
period shall commence from the date of acceptance by the  
end-user after testing and commissioning.  
4. Notarized undertaking that the supplier shall conduct the  
necessary corrective maintenance within five (5) calendar  
days upon notification of the equipment breakdown from the  
end-user. The undertaking shall include a statement that the  
number of days where the equipment is unusable due to  
defective material or workmanship, shall be added to the  
warranty period.  
5. Manuals: The supplier must provide the end-user one (1)  
hard and one (1) soft copy of the following:  
a) Service manual in English language  

x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x- 
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Recipients:  
Marikina City - 8 units  
Muntinlupa City - 11 units  
 
ITEM 3  
24 UNITS INSTRUMENT CABINET  
ABC: P 600,000.00  
 
TECHNICAL SPECIFICATIONS:  
Stainless steel sheet with two side and back stainless, two  
glass doors with lock  
Three sides stainless steel shelves (adjustable)  
Base compartment with two stainless steel doors, one shelf  
with lock mounted on heavy-duty rubber casters with lock  
With "DOH-MMCHD HFEP" (Government Property not for  
sale) sticker in each unit.  
 
DOCUMENTARY REQUIREMENTS:  
1. Product brochure or technical data sheet(s) of the  
equipment showing the technical specifications in English  
Language.  
2. Valid and current Certificate of Compliance of  
manufacturer of the equipment with the latest version of ISO  
13485: Quality Management System – Requirements for  
regulatory purposes in the name of the manufacturer. The  
Certificates must be issued by an independent Certifying  
Body/Agency.  
3. Notarized Certificate of the bidder:  
 a. That the brand of the equipment has been in the local  
and/or international market for at least ten (10) years.  
 b. That the equipment and its accessories are brand new, 
unused, not discontinued models and were not subjected to  
any product recall.  
4. Bidder’s valid and Current License to Operate (LTO) as a  
medical device distributor issued by the Philippine Food and  
Drug Administration. In case of expired LTO, the following  
must be submitted: i) Copy of expired LTO, ii) Application  
for renewal, iii) Official Receipt as proof of payment for the  
renewal of LTO.  
 
REQUIREMENTS IF AWARDED THE CONTRACT:  
1. Completion Period: The delivery, installation, testing and  
commissioning of the equipment and its accessories,  
including the training of end-users and maintenance staff  
must be completed with 30 calendar days upon receipt of  
Notice to Proceed.  
2. Prior to acceptance, the end user shall conduct a physical  
inspection. The equipment must have no physical damage  
and defect.  
3. Warranty: Warranty certificate for one (1) year on  
craftsmanship. The supplier shall either repair or replace any  
item or part in the equipment that is found to be defective in  
material or in workmanship under normal use. The warranty  
period shall commence from the date of acceptance by the  
end-user after testing and commissioning.  
With "DOH-MMCHD HFEP"(Government Property not for  
sale) sticker in each unit  
x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x- 
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Recipients:  
Marikina City - 9 units  
Muntinlupa City - 14 units 
 
ITEM 4  
12 UNITS MEDICINE STORAGE RACK  
ABC: P 180,000.00  
 
TECHNICAL SPECIFICATIONS:  
Heavy duty storage rack  
Dimensions:  
Height: at least 72” 
Length/ Width: at least 48” 
Depth: at least 24” 
5 adjustable shelves  
Rust and scratch resistant powder-coat finish  
 
DOCUMENTARY REQUIREMENTS:  
1. Product brochure or technical data sheet(s) of the  
equipment showing the technical specifications in English  
Language.  
2. Notarized Certificate of the bidder:  
 a. That the brand of the equipment has been in the local  
and/or international market for at least ten (10) years.  
 b. That the equipment and its accessories are brand new,  
unused, not discontinued models and were not subjected to  
any product recall.  
 
REQUIREMENTS IF AWARDED THE CONTRACT:  
1. Completion Period: The delivery, installation, testing and  
commissioning of the equipment and its accessories,  
including the training of end-users and maintenance staff  
must be completed within 30 calendar days upon receipt of  
Notice to Proceed.  
2. Testing: Prior to acceptance, the end user shall conduct a  
physical inspection and functionality test. The equipment  
must be functioning and must have no physical damage and  
defect.  
3. Warranty: Warranty certificate for one (1) year on  
craftsmanship. The supplier shall either repair or replace any  
item or part in the equipment that is found to be defective in  
material or in workmanship under normal use. The warranty  
period shall commence from the date of acceptance by the  
end-user after testing and commissioning.  
4. 'With "DOH-MMCHD HFEP"(Government Property not  
for sale) sticker in each unit  
x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x-x- 
Recipients:  
Marikina City - 12 units 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 


